The effect of different human chorionic gonadotropin assay sensitivity on screening for ectopic pregnancy.
The distribution of human chorionic gonadotropin levels in 184 patients with ectopic pregnancy is examined. The impact of changing the sensitivity of human chorionic gonadotropin testing on the incidence of false negative results is discussed. Pregnancy blood tests with a detection threshold of 200 mIU/ml were associated with an 11.9% incidence of false negative results.